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Application to a Physiologic
Interview and the Study
of Cerebral Physiology1

Studies with functional magnetic
resonance (MR) imaging produce
large unprocessed raw data sets in
minutes. The analysis usually re-
quires transferring of the data to an
off-line workstation, and this process
frequently occurs after the subject
has left the MR unit. The authors
describe a hardware configuration
and processing software that cap-
tures whole-brain raw data files as
they are being produced from the
MR unit. It then performs the recon-
struction, registration, and statistical
analysis, and displays the results in
seconds after completion of the MR
image acquisition.

Functional magnetic resonance (MR) im-
aging facilitates the study of dynamic
physiologic processes by measuring the
changes in MR signal intensity during
rapidly acquired serial imaging. Func-
tional MR imaging studies can be used to
determine the following: (a) relative cere-
bral blood volume and relative cerebral
blood flow by means of dynamic contrast
material–enhanced MR imaging (1–11);
(b) absolute cerebral blood flow by means
of spin-tagging techniques (12–16); and
(c) localized increases of neuronal activity
in response to neurophysiologic stimula-
tion by means of blood-oxygenation-
level–dependent contrast (17–25). By us-
ing rapid imaging techniques, such as
single-shot echo-planar or spiral imaging,
each functional MR imaging study usu-
ally acquires large raw data sets, which

comprise hundreds or thousands of im-
ages, in relatively short periods of time
(18,24,25). These data sets are usually not
reconstructed on the MR imaging unit,
since in most cases reconstruction would
interfere with or delay the start of subse-
quent functional MR imaging experi-
ments. Instead, the raw data are stored
and subsequently transferred to an off-
line workstation for analysis, which usu-
ally occurs long after the subject has left
the MR unit (21–25). Given the cost of
MR imaging examination time, it is unsat-
isfactory for both the researcher and/or
the subject to complete an examination
only to find that the functional MR imag-
ing results are inadequate due to motion
artifacts or poor compliance as a result of
inadequate understanding of the para-
digm. Thus, it is essential to develop a
hardware system along with postprocess-
ing techniques to display statistical re-
sults of the functional MR imaging study
coregistered on anatomic images and
thereby allow the rapid evaluation and
preliminary interpretation of the experi-
mental results.

Conceptually, a functional MR imaging–
based physiologic interview consists of a
group of experiments performed during a
single imaging session in which the re-
searcher can evaluate the data from any
or all experiments at an early stage while
the subject is in the MR imaging unit.
This approach would enable the re-
searcher to manipulate the activation
paradigm for subsequent experiments. For
example, results of a whole-brain blood-
oxygenation-level–dependent activation
experiment with isotropic voxels (17,18,24)
could guide the planning of a subsequent
perfusion experiment (ie, dynamic con-
trast enhancement or spin tagging). These
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types of studies, all performed in a single
examination session, would allow the
investigator to review the blood-oxygen-
ation-level–dependent activation map
and then to either vary the work load of
the task or repeat the study multiple
times to observe changes associated with
reproducibility, learning, or precision.

The purpose of this study was to evalu-
ate a hardware and software configura-
tion that costs less than most MR hard-
ware upgrades and rapidly performs the
following tasks: (a) captures the raw im-
age data on the fly, (b) reconstructs the
image files, (c) registers all volumes, and
(d) performs a predefined statistical analy-
sis for either a blood-oxygenation-level–
dependent functional MR imaging study
or a dynamic contrast-enhanced study.
Relevant maps are displayed in seconds
after the completion of the MR acquisi-
tion.

j Materials and Methods

Hardware Requirements

Functional MR imaging studies were
performed on a clinical 1.5-T MR unit
(Echo Speed; GE Medical Systems, Mil-
waukee, Wis) equipped with fast gradient
hardware. The computer hardware con-
figuration was based on a recently re-
ported real-time cardiac MR imaging sys-
tem (26). On the MR host computer, the
disk space for the raw data was increased

to 2 Gbyte with a third-party magnetic
drive. A Bit3 VME bus adapter card (Bit3
Computer, Minneapolis, Minn) was added
to the MR unit to enable access to the
image raw data stored in the bulk access
memory, or BAM. A schematic representa-
tion of the hardware configuration is
shown in Figure 1. An SBus Bit3 board
was also installed into another Unix work-
station computer (SPARC 20; Axil Com-
puter, Concord, Mass) and connected to
the bus adapter card on the MR unit. This
connection facilitated the rapid transfer,
via the Unix workstation, of raw data sets
from the MR unit to the computational
server, which had four processors (DEC
Alpha 4100 equipped with 21164/400
chips; Digital Equipment, Maynard,
Mass). The Sparc 20 Unix workstation
played two major roles: (a) to synchro-
nize the data input and output, the work-
station serving as a data buffer between
the MR unit and the computational server,
and (b) it performed byte swapping of the
data from the imager. This latter role was
necessary due to the incompatibility in
the representation of the data between
the imager and the computational server.
The computational server was equipped
with four 433-MHz computer processing
units, 1 Gbyte of shared RAM, and 16-
Gbyte magnetic disk drive. The hardware
configuration is not a unique solution
because it has been designed to interface
with the specific MR unit hardware and
output. Analogous computer hardware

configurations should be adaptable to
most clinical imagers that are being used
for functional MR imaging studies today,
given an appropriate level of cooperation
by the MR manufacturer.

Processing Software

After transferring the raw data to the
RAM of the computational server, the
following sequential computational steps
were performed. (a) The images were re-
constructed by interpolating the single-
shot spiral data sets onto an orthogonal,
equidistant grid (27), followed by a two-
dimensional fast Fourier transformation.
The interpolation consisted of a regrid-
ding algorithm with a Gaussian convolu-
tion window. (b) Images were registered
with a high-speed optimized version of
the registration algorithm known as corre-
spondence of closest gradient voxels (28).
The correspondence of the closest gradi-
ent voxels software package is a three-
dimensional volume registration algo-
rithm that aligns areas of high-intensity
change on the basis of a rigid body trans-
formation of the data sets. Of note, this
particular regridding procedure allows re-
construction of data collected with arbi-
trary k-space trajectories, including the
trajectories characteristic of spiral and
echo-planar imaging (24).

For blood-oxygenation-level–depen-
dent functional MR imaging studies, a
normalization of the signal intensities
across the volumes was performed. All
volumes were normalized so that the
mean intensity value of their relevant
voxels were identical, which allowed com-
parison between studies. A baseline correc-
tion was applied on a voxel-by-voxel ba-
sis for all voxels in the brain with a
third-order polynomial fit over the time
series data (17). Calculation of the ‘‘activa-
tion’’ statistical map was done with an
arbitrary user-defined threshold for the
Student t test. For this study, all time
points for a box-car paradigm were used
in the statistical analysis to calculate the
‘‘activation’’ map, although any type of
input function can easily be accommo-
dated by the software, thereby allowing
the researcher to delete data points to
deal with the hemodynamic delay effect
of changes in signal intensity observed
with blood-oxygenation-level–dependent
functional MR imaging. Voxels that were
determined to be statistically significant
different were superimposed in red onto
the initial reconstructed functional MR
imaging spiral volume and displayed au-
tomatically for investigator review. An s
map, which is defined as the SEM of the

Figure 1. Schematic diagram of the hardware interface between the MR unit and the computa-
tional server and display system. BAM 5 bulk access memory.
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difference between the signal intensity on a
voxel-by-voxel basis for all volumes in each
epoch (ie, ‘‘on’’ and ‘‘rest’’ conditions) in a
box-car paradigm, was also displayed for
review. A histogram of the normalized SEM
(ie, SEM of the difference between the two
means [‘‘on’’ vs ‘‘off’’] condition at each
voxel divided by the mean signal intensity
for these voxels) of all voxel signal intensity
over time was also plotted in a second
window and displayed automatically in the
MR control room (17,18).

For the dynamic contrast-enhanced
studies, maps of relative cerebral blood
volume, relative cerebral blood flow, and
time to peak intensity were calculated
by fitting a gamma variate function to the
signal intensity–time course (1,7–9,11,
29,30). The fitting was performed for the
voxels (50,000–150,000) in the brain. The
map of time to peak intensity was ob-
tained with an algorithm that searches
for the occurrence of the maximum
change in signal intensity over time, on a
voxel-by-voxel basis. The arterial input
function was obtained by searching all
voxels in the brain for the greatest signal
intensity change and then selecting the
voxels with the earliest change in time to
peak signal intensity, as reported by Pe-
trella et al (8). The average gamma variate
fit for the voxels meeting these two crite-
ria was then used for the arterial input
function. The deconvolution was per-
formed with a robust algorithm based on
the singular value decomposition algo-
rithm described by Ostergaard et al (29,30).
The relative cerebral blood volume, rela-
tive cerebral blood flow, and time to peak
intensity are all automatically displayed
for the researchers review.

Cerebral blood flow images, acquired
with either arterial spin tagging or multi-
section flow-sensitive alternating inver-
sion recovery, were processed in a similar
manner to the blood-oxygenation-level–
dependent functional MR imaging stud-
ies (12–16,31). For these studies, a T1 map
was created during a separate acquisition,
and these images were registered to the
functional MR imaging study. As with
the blood-oxygenation-level–dependent
functional MR imaging studies, the per-
centage change in cerebral blood flow
was determined by taking the difference
between the activation and rest states in
response to a neurophysiologic stimulus.
Since the requirements to perform arte-
rial spin tagging or flow-sensitive alternat-
ing inversion-recovery studies are similar
to those for blood-oxygenation-level–
dependent and dynamic contrast-en-
hanced studies, these experiments were
not included in this study.

The image processing was optimized in
a pipeline software design with a through-
put that matched the speed of the raw
data acquisition rate of the MR unit (Fig
2). Software algorithms for the parallel
processor were written in C11 (Bjarne
Stroustrup, Bell Laboratories, Murray Hill,
NJ) with a TCL/TK interface (John Ouster-
hout, University of California, Berkeley).
It should be noted that only single proces-
sor versions of the reconstruction and
registration software were used, thus mini-
mal software rewriting was necessary to
take advantage of the multiprocessor ar-
chitecture. The user interface allowed se-
lection of the type of MR pulse sequence
used (eg, echo-planar or spiral imaging),
the type of study performed (eg, blood-
oxygenation-level–dependent, dynamic
contrast-enhanced, spin tagging), the
number of whole-brain volumes acquired,
the matrix size, the paradigm definition
(ie, time and number of each on-off cycle,
data to be included or excluded to com-
pensate for hemodynamic factors), and
the statistical thresholds. This interface
also allowed the user to display certain
data, such as motion correction, that are
not automatically displayed at the end of
each study. Moreover, the software was
written to accept raw image files directly
from the MR imaging unit, from storage
on the hard disk, or from tape.

MR Imaging

To allow the highest image acquisition
rate within the constraints of the imager

gradient hardware, a multisection single-
shot spiral imaging acquisition technique
was used for all functional MR imaging
modalities. With the maximum gradient
slew rate of 120 T/m/sec and the maxi-
mum gradient amplitude of 22 mT/m,
the minimal acquisition window was 22
msec (18,24) for a 64 3 64 matrix and a
240-mm field of view, and the maximum
acquisition rate was 30 sections per sec-
ond. Under the same conditions, the
duration of the acquisition window for
echo-planar imaging was 35 msec. For
both the blood-oxygenation-level–depen-
dent and the dynamic contrast-enhanced
functional MR imaging studies, multisec-
tion single-shot gradient-echo spiral im-
ages were obtained. The whole brain was
covered in 2 seconds per volume with a
nominal in-plane resolution of 3.75 3
3.75 mm, echo time of 35 msec, repeti-
tion time of 55.6 msec, 36 sections, sec-
tion thickness of 4 mm, and flip angle of
84°. The total acquisition time for a blood-
oxygenation-level–dependent functional
MR imaging study was 4.13 minutes and
for a dynamic contrast-enhanced func-
tional MR imaging study was 2.67 min-
utes. Finger-tapping activation paradigms
described previously (17) were used to
evaluate the system performance. For dy-
namic contrast-enhanced studies, gado-
pentetate dimeglumine (Magnevist; Ber-
lex Laboratories, Wayne, NJ) at 0.1 to
0.2 mmol per kilogram of body weight
was injected at 10 mL/sec with a MR
imaging–compatible mechanical injector

Figure 2. Schematic diagram of four-processor computational server with respect to interactive
functional MR imaging system. P1–P4 represent processor numbers. For a blood-oxygenation-level–
dependent study, the statistics and display steps take 20 seconds after the completion of the raw data
acquisition. For a dynamic contrast-enhanced study, the statistics step takes about 29 seconds, during
which the changes in signal intensity for each voxel in the brain are fitted with a gamma variate function
to determine the relative cerebral blood volume. The maximum change in signal intensity over time is
used to determine the map of time to peak intensity. A search is performed for the arterial input function,
and the deconvolution is performed with the singular-value decomposition algorithm to determine the
relative cerebral blood flow (29,30). It takes another 17 seconds to display the maps, for a total time of 49
seconds after the completion of the raw data acquisition. DEC 5 Digital Equipment Corp (computa-
tional server), SUN 5 Sparc 20 Unix workstation.
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(Spectris; Medrad, Pittsburgh, Pa). Imag-
ing was started approximately 15–20 sec-
onds before injection to obtain baseline
images.

All clinical studies were performed un-
der an approved intramural review board
protocol at the National Institutes of
Health. Informed consent was obtained
for all functional MR imaging studies.

For this study, 10 healthy control sub-
jects (eight men and two women; age
range, 22–56 years; mean age, 35.8
years) and five patients with central ner-
vous system malignancies (three men and
two women; age range, 24–68 years;
mean age, 53.4 years) were evaluated
with the functional MR imaging interac-
tive techniques as part of brain activation
studies or imaging work-up before neuro-
surgery.

j Results

For a blood-oxygenation-level–depen-
dent functional MR imaging study, the
following performance characteristics of
the system configuration divide the vari-
ous tasks over the four processors: 36-
section volume acquisition time, 2.0 sec-
onds per volume; raw data volume size,
792,000 B; processor read volumes (pro-
cessors 1 and 2), 0.5 seconds per volume;
reconstruction (processors 1 and 2), 1.5
seconds per volume; registration (proces-
sors 3 and 4), 1.5 seconds per volume;
normalization of the signal intensities
across the volumes, baseline correction,
and statistics (processors 1–4), 10 sec-
onds; display t maps with images, 7 sec-
onds; total functional MR acquisition
(A) (124 volumes), 4 minutes 8 seconds;
total processing time (B), 4 minutes 28
seconds; processing time after MR data
collection ends (B 2 A), 20 seconds (in-
cluding delay time for the first volume to
be acquired completely and transferred
over the bus adapter card); total process-
ing time with a single processor (C), 15
minutes 28 seconds; and time ratio (C/B),
3.51. It takes approximately 4 minutes 8
seconds to acquire all 124 raw data vol-
umes. During that acquisition time, the
system processes the raw image files with
essentially no delay. All 124 volumes are
reconstructed and registered and the sta-
tistical analysis is performed and dis-
played with a running time of 4 minutes
28 seconds. Figure 2 is a schematic timing
diagram for an interactive functional MR
imaging examination.

The data from blood-oxygenation-
level–dependent functional MR imaging
studies that were processed with this sys-
tem produced reliable and reproducible

results. Furthermore, the results were con-
sistent with activation maps obtained
with conventional processing strategies,
which take hours of processing time
(21,25). However, the major difference in
producing the former activation maps
(Fig 3) was a dramatic reduction in the
time required to reconstruct and register
the images. This reduction results in the
ability to produce and display the activa-
tion t map, s map, and normalized SEM
histogram 20 seconds after the comple-
tion of the MR data acquisition (Fig 3b).
The normalized SEM histogram and a
graph of patient motion, which was ob-
tained from the registration of the im-
ages, are used as the criteria for rejecting a
run or determining the necessity to re-
peat a given experimental run. The total
processing time reported previously must
be compared with the several minutes of
downtime usually experienced when per-
forming functional MR imaging studies.
This delay is due to waiting for the array
processor to finish reconstructing the im-
ages or writing the unprocessed raw data
files to disk and subsequent transfer of
the acquired data files, which are larger
than 100 Mbyte, to an off-line workstation.

The computation time to process the
large raw data files for blood-oxygenation-
level–dependent functional MR imaging
(eg, 124 volumes of 64 3 64 3 36 sec-
tions) is 15 minutes 38 seconds to pro-
duce t maps. This time included the time
for disk retrieval with a single processor
on the computational server and the pro-
cessing time with the software. When all
four processors on the unit were used, the
total processing time was 4 minutes 29
seconds. The use of all four processors
represents approximately a 3.5-fold in-
crease in speed in the data analysis, indi-
cating the effective use of available com-
puter processing units achieved with the
C11 parallel software.

For a dynamic contrast-enhanced func-
tional MR imaging study, the following
performance characteristics of the system
configuration divide the various tasks over
the four processors: 36-section volume
acquisition time, 2.0 seconds per volume;
raw data volume size, 792,000 B; proces-
sor read volumes (processors 1 and 2), 0.5
seconds per volume; reconstruction (pro-
cessors 1 and 2), 1.5 seconds per volume;
registration (processors 3 and 4), 1.5 sec-
onds per volume; calculation of maps of
relative cerebral blood volume, time to
peak intensity, and relative cerebral blood
flow (processors 1–4), 29 seconds; display
of maps, 17 seconds; total functional MR
acquisition (A) (80 volumes), 2 minutes
40 seconds; total processing time (B), 3

minutes 29 seconds; processing time after
MR data collection ends (B 2 A), 49
seconds (including delay time for the first
volume to be acquired completely and
transferred over the bus adapter card);
total processing time with a single proces-
sor (C), 10 minutes 8 seconds; and time
ratio (C/B), 2.92. The initial steps in the
process are exactly the same as those for
the blood-oxygenation-level–dependent
functional MR imaging study, although
for the former, fewer whole-brain vol-
umes (about 80) are usually acquired over
the 2 minutes 40 seconds. After the
completion of the MR data acquisition, it
takes 49 seconds to perform a voxel-by-
voxel gamma variate fit of the time series
data, search for the bolus time to peak
intensity, determine the arterial input func-
tion used to calculate the relative cerebral
blood flow maps, and display all three
maps. Moreover, the time savings for
creation of maps of relative cerebral blood
volume, time to peak intensity, and rela-
tive cerebral blood flow is similar to that
with the blood-oxygenation-level–depen-
dent analysis when the raw data from the
dynamic contrast-enhanced studies are
processed from the disk with a single proces-
sor (processing time, 10 minutes 48 sec-
onds) rather than with all four processors
(processing time, 3 minutes 29 seconds).

Figure 3 is an example of a blood-
oxygenation-level–dependent functional
MR imaging study obtained in a control
subject performing sensorimotor activa-
tion by finger tapping at 2 Hz with the
dominant right hand. The data were pro-
cessed with the hardware configuration
described previously. The blood-oxygen-
ation-level–dependent functional MR im-
aging study was repeated three times dur-
ing the session. In the second experiment,
the subject was asked to move during the
examination. Figure 3b is the normalized
SEM histograms from the three sequen-
tial studies. It is clear that the histogram
from the second study has a wider distri-
bution and is interpreted as an inad-
equate study, which precludes any further
analysis of the data set. Another blood-
oxygenation-level–dependent functional
MR imaging data set was subsequently
collected and analyzed to demonstrate
the utility of the interactive nature of this
type of system configuration. The diffi-
culty with subject motion is that even
when a registration algorithm finds the
correct motion transformation, the ensu-
ing interpolation reduces the high-fre-
quency components in the registered vol-
umes, thus increasing the SD at each
voxel position (32). Figure 3c is a plot of
the rotation motion correction applied
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by the registration algorithm for the cor-
respondence of closest gradient for the
first and second experiments. For this
experiment, the control subject was asked
to begin the session with his or her head
tilted to one side and then slowly rotate it
to the other side during the course of the
experiment. All subject motion is repre-
sented as a single rotation magnitude and
a single translation magnitude. The axes
of rotation and translation are not dis-
played.

Figure 4 is an example of a dynamic
contrast-enhanced study in a control sub-

ject in which sample maps of relative
cerebral blood volume, time to peak inten-
sity, and relative cerebral blood flow are
shown. In this study, approximately 99%
of the voxels were successfully fitted with
the gamma variate function. These maps
are consistent with results obtained in a
control subject.

j Discussion

This article describes a hardware con-
figuration and processing software that
captures whole-brain raw data files as

they are being produced from the MR
unit; performs reconstruction, registra-
tion, and statistical analysis; and displays
results in seconds after completion of the
MR image acquisition.

At our and other institutions, analysis
of functional MR imaging data sets usu-
ally takes several hours to days (21,25)
because of delays in the off-line recon-
struction, registration, and subsequent
statistical analysis of the raw image data.
Time is also required to archive all unproc-
essed raw data image files and images.
Although the most important part of this

a.

Figure 3. Blood-oxygenation-level–dependent functional MR imaging study. (a) Activated voxels in red are superimposed on
top of axial spiral images for the five motor regions (primary sensorimotor, lateral premotor, parietal, supplementary motor, and
ipsilateral cerebellum) associated with right-handed, finger-tapping paradigm with a threshold of 4.8. Images were obtained
within 20 seconds after completion of acquisition of the raw data. (Fig 3 continues.)
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computation process lies in the ultimate
analysis of the functional MR images, for
which various software packages are avail-
able (33–36), the bulk of the initial time

commitment is spent in reconstruction,
registration, and storage of the images. As
a result of this process, even a quick
review of activation maps usually occurs

long after the subject has left the imager.
Owing to delays imposed by the MR unit,
researchers tend to limit the number of
experimental trials acquired during a
1-hour imaging session, in part because
they are unsure of the reliability and
integrity of their studies.

Dynamic contrast-enhanced MR imag-
ing studies are usually performed once
during an imaging session and are used as
part of an early evaluation of an acute
ischemic event or pathologic conditions
of the central nervous system (1,6). These
results may help monitoring of the treat-
ment effects of antithrombolytic agents
in acute stroke (4) and have been shown
to help grading of primary malignancies
of the central nervous system (16). Analy-
sis of the maps of relative cerebral blood
volume, time to peak intensity, and rela-
tive cerebral blood flow calculated in near
real time after completion of the acquisi-
tion of the raw data may provide further
insight into the efficacy of novel thera-
pies.

Cox et al (21) recently reported the
advantages of being able to view func-
tional MR imaging data sets in near real
time. The advantages included the abili-
ties (a) to develop or modify activation
paradigms quickly, allowing one to test
hypotheses while the subject was still in
the MR unit; (b) to examine the data for
artifacts that may contaminate (ie, physi-
ologic motion) the images; and (c) to
develop new paradigms on-line, there-
fore making functional MR imaging a
more flexible neurologic tool. Further-
more, to quickly display the analyzed
results of blood-oxygenation-level–depen-
dent, perfusion (ie, spin tagging), or dy-
namic contrast-enhanced functional MR
imaging studies in near real time will also
allow the evaluation of the subject’s reac-
tion to a provocative pharmacologic chal-
lenge (ie, Wada test). Real-time analysis
would also permit a direct comparison
with the subject’s baseline condition (25).
These data may provide valuable informa-
tion about the neurologic integrity and
functional status of the individual. It
would also be possible to design sequen-
tial functional MR imaging examinations
in which, for example, the results of an
initial blood-oxygenation-level–depen-
dent activation study would guide other
functional (ie, spin tagging, dynamic con-
trast-enhanced) or metabolic imaging (37)
examinations to a specific area of interest
or to repeat the paradigm with changes
such as higher spatial and/or temporal
resolution (38).

With a real-time functional MR imag-
ing approach, Cox et al (21) used an

b.

c.

Figure 3 (continued). (b) Plot of normalized SEM histograms for all voxel signal intensities over
time. In experiment 2, the control subject was asked to move to simulate an uncooperative
patient; results were plotted with the registration algorithm for the correspondence of closest
gradient voxels applied to the data. Note the spread of the histograms for the second experiment
as compared with that for the first and third experiments. (c) Graph displays the degree of rotation
detected and corrected with the registration algorithm for the correspondence of closest gradient
voxels for each experiment.
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algorithm that recursively computes the
correlation coefficient of an image se-
quence with a reference vector and simul-
taneously removes any undesired linear
trend from the data. In their study, activa-
tion maps were displayed with a predeter-
mined statistical threshold. This was per-
formed at various time points during
a blood-oxygenation-level–dependent,
echo-planar study acquired at a single
location while the subject performed a
finger-tapping experiment. The authors
indicated that their algorithm was not a
complete substitute for postprocessing in
which multiple statistical tests can be
applied to the raw data sets to detect the
activation and suppression of the arti-
facts (21). However, they indicated that
the benefit of this approach is to look
primarily for spuriously correlated arti-
facts. With the availability of near real-
time imaging, one needs to avoid the
temptation to truncate an experiment
early because the statistical maps appear
to give the results that the investigators
required. Stopping rule criteria based on

the likelihood that the activation maps
would be stable need to be developed
before initiation of the functional MR
imaging study to avoid the result of an
arbitrary number of epochs collected,
which would confound any type of intra-
or intersubject comparisons. Clearly, such
a decision should be avoided. Moreover,
any stopping rule criteria developed for a
real-time displayed functional MR imag-
ing study would impose a more stringent
(higher) threshold for statistical signifi-
cance to define activation (39).

Real-time reconstruction and display
of MR data has been used successfully to
direct single-section, MR fluoroscopy–
based imaging techniques to localize ana-
tomic structures or guide and monitor
interventional procedures (25,40–42).
Kerr et al (26) recently demonstrated the
utility of real-time interactive MR imag-
ing with a conventional imager for ab-
dominal and cardiac imaging. Use of this
approach and a functional analysis will
be required in the future to exploit the
full potential of MR imaging as a means of

monitoring normal and abnormal physi-
ologic responses to stress or specific tasks.

Although single-shot spiral imaging is
not available on most clinical MR imag-
ers, this pulse sequence requires more
computation time to regrid and recon-
struct the raw data into sections than is
required for a standard rectilinear recon-
struction, thereby potentially imposing a
time delay in the data processing stream
before starting image registration. How-
ever, with our system configuration, no
appreciable delay was encountered (Fig
2). Furthermore, the single-shot, gradient-
echo, spiral pulse sequence acquired im-
ages at a rate of greater than 18 sections
per second. This rate placed an increased
demand on the buffering and timing of
the software pipeline to handle the raw
data being transferred from the MR imag-
ing unit to the hardware configuration
used for rapidly processing and display-
ing of the acquired whole-brain func-
tional MR imaging data sets.

The success of an interactive functional
MR imaging–based physiologic interview

Figure 4. Dynamic contrast-enhanced study. Six representative maps from a 36-section whole-brain study performed in a 25-year-old male control
subject after administration of 0.1 mmol of gadopentetate dimeglumine as a bolus at 10 mL/sec. A, Relative cerebral blood volume. B, Relative
cerebral blood flow. C, Time to peak intensity. These maps were produced from 80 whole-brain spiral images and were displayed in 49 seconds after
the completion of the study. Differences in gray and white matter in parts A and B can be clearly appreciated. The high signal intensity observed in
part C indicates a delayed arrival (up to 5 seconds) of the bolus in the white matter, the choroid plexus, and the larger vessels such as sinuses
compared to that in the arteries.
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depends on the investigator being able
(a) to review processed and statistically
analyzed image maps shortly after com-
pletion of the MR acquisition and to
determine (b) if the study needs to be
repeated or (c) if a modification to the
paradigm is required to further elucidate
cerebral response. This sequence of events
should occur while the subject is in the
imager to take advantage of the experi-
mental conditions. Our hardware configu-
ration provided the neuroscientist with
an initial analysis of large functional MR
imaging data sets in seconds after comple-
tion of the MR acquisition.

This interactive system costs less than
most major MR imaging hardware up-
grades (ie, ,$100,000) but realistically pro-
vides researchers with a more efficient use
of MR imager time, ultimately increasing
the number of clinical and research stud-
ies performed. In the future, as less expen-
sive multiprocessor desktop computers
equipped with faster processing chips be-
come available, it is likely that neuroscien-
tists will be able to afford and therefore
incorporate an interactive functional MR
imaging examination into their clinical
studies. Furthermore, the processing soft-
ware should be able to be compiled on
these less expensive multiprocessor desk-
top computers.

With additional hardware, we con-
nected multiple MR imaging units to the
computational server, thus allowing time
sharing of the hardware configuration.
Moreover, this system package facilitated
the on-line planning and evaluation of
various protocols (eg, spectroscopic imag-
ing or dynamic contrast-enhanced maps
of cerebral blood volume, arrival time or
time to peak, and cerebral blood flow),
and it could be used in conjunction with
other modalities to study the effect of
carotid stenosis on cerebral perfusion (11)
or become part of a work-up for an acute
brain attack protocol (1,5,43,44). It can
also be used for adaptive task tuning (eg,
increasing the stress load), repeating of
unsuccessful images (eg, subject motion)
used for brain mapping (12,18), presurgi-
cal planning of eloquent cortex relation-
ship to a surgical target (3,23,25,40), and
possibly other therapeutic interventions.
It is important to note that the hardware
can also function as a stand alone postpro-
cessing unit and can be used with other
compatible software packages for a more
extensive statistical analysis of the func-
tional MR imaging data set (33).

Ultimately, use of this type of interac-
tive system is necessary for functional MR
imaging techniques to be integrated into
clinical practice, and it has the potential

to be used as a valuable tool to improve
the care of patients with neurologic and
psychiatric disorders.
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